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Abstract: A small-displacement sensor based on total-internal reflection theory and 
surface plasmon resonance technology is proposed for use in heterodyne interferometry. A 
small displacement can be obtained simply by measuring the variation in phase difference 
between s- and p-polarization states with the small-displacement sensor. The theoretical 
displacement resolution of the small-displacement sensor can reach 0.45 nm. The sensor 
has some additional advantages, e.g., a simple optical setup, high resolution, high 
sensitivity and rapid measurement. Its feasibility is also demonstrated. 

Keywords: Total internal reflection (TIR), surface plasmon resonance (SPR), heterodyne 
interferometry (HI), small-displacement sensor. 



1. Introduction 

As is well known, small displacement measurement plays an important role in high technology 
industries, especially in the liquid crystal display (LCD) manufacturing process and semiconductor 
production. Over the past few decades several articles have proposed ways of increasing the resolution 
of small displacement measurements [1-4]. In 2001, Nesci et al. proposed a coherent photon scanning 
tunneling microscope [1] with a resolution of 1.6 nm. The setup employs heterodyne interferometry, 
allowing both the phase and the amplitude of the optical near field to be measured. Liu et al. presented 
a homodyne polarization laser interferometer [2] for high-speed measurement of small displacements. 
The interferometer had a general measurement resolution of about 0.5 nm. Liao et al. proposed a 
method for small displacement measurement based on the critical angle method and the confocal 
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technique in 2005 [3]. The best resolution can reach at least 5 nm. In addition, Chiu et al. presented a 
method for small absolute distance measurement with nanometer resolution using geometrical optics 
principles and a SPR angular sensor [4]. They obtained different measurement resolutions by using 
lens objectives with different numerical apertures. 

The methods for measuring small displacement of the research papers [3,4] mentioned above are 
either based on the Total Internal Reflection (TIR) theory or Surface Plasmon Resonance (SPR) 
technology. In this paper, a small-displacement sensor by the simultaneous use of the TIR theory and 
SPR technology is proposed. The small-displacement sensor is made of a right-angle prism with a 
refractive index of 1.51509 at the wavelength X = 632.8 nm. It should be noted that a right-angle side 
of the prism isn't coated with any metal film, but the other side is coated with two metal film layers. 

As a heterodyne light source focuses on a mirror driven by a piezoelectric transducer (PZT), the 
reflected light passes through an objective lens and is incident on a beam-splitter. Afterwards its 
reflected light from the beam-splitter is refracted into the hypotenuse of the right-angle prism. At first, 
the light is incident on a right-angle side of the prism that not metal coated. Next, the reflected light is 
incident on the other side that is coated with two metal layers. Finally, the light is detected by a linear 
photo-detector when it passes through the hypotenuse of the right-angle prism and an analyzer. As the 
mirror departs from the focal plane, the beam converges or diverges into the prism. The two marginal 
rays of the beam exiting the prism will induce different phase difference variations between the s- and 
p-polarizations. Some special equations are derived according to the optical configuration and 
Fresnel's equations [5]. By substituting the phase difference data into these equations, small 
displacements can be measured. The method has some practical advantages: e.g., a simple optical 
setup, high resolution, high sensitivity and rapid measurement. In addition its feasibility is 
demonstrated. 

2. Principle 

2.1. The phase difference at the TIR effect 

A ray of light in air is incident with an angle 9 on one side of a right-angle prism with refractive 
index n, as shown in Figure 1 . 

Figure 1. A ray of light in air incident at 9 on one side surface of a right-angle prism with 
refractive index n. 
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The light ray is refracted into the prism and it propagates toward the hypotenuse surface of the 
prism. At that surface, there is a boundary between the prism and air. If the angle of incidence at the 
boundary is 9\, then we have: 



0, = 45° +shT 



sin# 

V n J 



(1) 



Here the signs of 6\ and 6 are defined as positive if they are measured clockwise from a surface 
normal. If 0\ is larger than the critical angle 6c, the light is totally reflected at the boundary. According 
to Fresnel's equations, the phase difference between s- and p-polarizations is given as: 
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From Equation (2), the variation AO of the incident angle can be written as 

a (n 2 tan 2 g - l\n 2 sin 2 0 l - ifj y (n 2 - sin 2 &f 

cos 6* 
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2nsme x \l-{n 2 -ljtan 2 ^] 
where A6\ is the phase difference variation and: 



A(j) x = A(9}A<j) x 



(3) 
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2.2. The basic principle of SPR technology 

In this paper, a right-angle prism with a four-layer device [prism-titanium(Ti)-gold(Au)-air] in the 
Kretchmann's configuration [6] is used. For the Kretchmann configuration of the four-layer system as 
shown in Figure 2, the surface plasmons are excited when a equals to the resonant angle a sp . 



Figure 2. Kretchmann's configuration for the generation of SPR. 
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From Maxwell's equations, the reflection coefficients of p- and s-polarizations can be expressed as 

[7]: 
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where r'.=— '- , d 2 and J 3 are the thicknesses of medium 2 and medium 3, respectively, 



e; + e< 

and t = p, s, 

£]=[ n '' Kl 1 = P , I = i,j-i,j = 1,2,3,4. (7) 

In Equation (7), k zi( j) is the component of the wave vector in a medium i(j) in the z direction and is 
given as: 

k ziU) = k o ( n h) - n i s[r2 a ) ' ( 8 ) 

where n\ is the refractive index of the prism, n 2 is the refractive index of Ti metal, nj, is the refractive 
index of Au metal, n\ is the refractive index of air and k_o is the wave vector in vacuum. If the 
amplitude reflection coefficients r^ 34 and rf 234 are written as: 

r p = \ r p ytp r * ua (q\ 

'1234 I '1234 1 ^ ''1234 | '1234 1 ' \ y > 

then the phase difference <fi between p- and s- polarization components is: 

* = (10) 
Besides, the reflectivities of p- and s- polarization components are r p = | r ,5 34 | 2 and ^ s = | r ^ 34 | 2 , 

respectively. 

Because the phase difference variation A fa due to the SPR effect is a function of the rotation angle 
or deviation angle AO [8], the phase difference variation can be given by: 

A<f> 2 = B{6)Ae (11) 
where B(Q) is a parameter dependent on the initial incident angle. 

2.3. The basic principle of the displacement probe (DP) 

Figure 3 shows the structure of a DP; it consists of an objective lens with a focal length / and a 
mirror located near the focal plane of an objective lens. A light ray coming from a heterodyne light 
source is incident on the objective lens and is reflected by the mirror. The reflected light passes 
through the objective lens again. And it is in the anti-parallel direction with the incident beam if the 
mirror is just located at the focal plane. Otherwise it will have a deviation angle AO with the anti- 
direction of the incident beam. From the refraction ray- tracing equation, we can achieve: 

f 2 

Az = -^—A0 (12) 
D 

From Equation (12), it can be seen that the displacement Az is almost proportional to AO. 
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Figure 3. Rays back from the DP (f: the focal length of an objective lens, D: the diameter 
of the beam, AO: the angular deviation from optic-axis, fio- the sloping angle of the ray 
incident on the mirror, Az: the displacement of the mirror, Ay: the distance off the optical 
axis if Az exits) 
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Figure 4 shows the scheme of the small-displacement sensor. The small-displacement sensor is 
made of a right-angle prism with a refractive index of 1.51509 at the wavelength X = 632.8 nm. A 
right-angle side of the right-angle prism isn't coated with any metal film, but the other side is coated 
with two layers of metal film. If the light reflects from the DP (see Figure 3), it later enters the small- 
displacement sensor. 



Figure 4. The incident angles of the two marginal rays that lie on the plane perpendicular 
to the hypotenuse of the right-angle prism are 9\ = 9q + AO and 62 = 9o~ AO, respectively. 
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Suppose that the defocusing amount Az exists, the reflected light coming from the DP is convergent 
or divergent. Suppose the reflected light is divergent, the incident angle on the hypotenuse of the right- 
angle prism is not unique. In Figure 4, the incident angles of the two marginal rays that lie on the plane 
perpendicular to the hypotenuse of the right-angle prism are Q\ = 0q + AO and 62 = 6^- AO, respectively, 
where 9o is the initial incident angle as Az = 0. It must be noted that the initial incident angle 6q is 
chosen when the incident angle a equals to the resonant angle a sp , i.e. 6 0 = sm l [nsm(a sp -45°)]. This is 
because that the SPR effect has a very steep phase change around the resonant angle [8]. 

We can then obtain the incident angles of the two marginal rays that are incident at one side of the 

right-angle prism (the surface of the side is uncoated metal) are p x =45 0 + sm~'[ sin ^° + z ^ ] 

n 

and/? 2 =45 0 + sin~'[ sin ^ 0 ~^ ], respectively. If the phase difference variation is Afa for one marginal 

n 

ray indent on the side of the right-angle prism at the incident angle f}\, then we can obtain the phase 
difference variation Afa = -Afa for the other marginal ray at the incident angle /? 2 . Thus we can 
achieve the phase difference variation on account of the TIR effect is: 

Afa x = A^j - Afa ~ 2 Afa . (13) 
Combining Equation (3) with (13), we have: 

Afa x *2^- (14) 

Similarly, the incidence angles of the two marginal rays that are incident at the other side (coated 

with two metal layers) are a x = 45°-siir 1 [ Sm(go +A6) ] and p 2 = 45°-shr 1 [ Sm( ^ 0 , 

n n 

respectively. 

If the phase difference variation is A fai for one marginal ray incident on the side of the right-angle 
prism at the incidence angle oti, then we can obtain the phase difference variation Afai = -Afai for the 
other marginal ray at the incidence angle a 2 . Thus we can achieve the phase difference variation on 
account of the SPR phenomenon as: 

Afa 2 = Afa - Afa « 2Afa . (15) 

From Eqs (11) and (15), A fat can be expressed by: 

Afa 2 *2B(0)A0 (16) 

Therefore, the total phase difference variation Afa is given as: 

Afa = Afa, + Afa 2 * 2(-L- + B{0)) ■ AO = C(0) -AO (17) 
MP) 

where C{9) = 2( — - — v B(6)) . According to Eqs. (12) and (17), the total phase difference variation 
A(0) 



A fa due to the displacement Az can be written as 

D 

7 



Afa*-C(0)~-Az . (18) 
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3. Experimental Apparatus and Results 

Figure 5 shows the experimental configuration that is used for measuring small displacements by 
TIR and ATR in heterodyne interferometry. In the experiment, the numerical aperture, N.A., of the 
objective lens (D = 4.93 mm and /= 2.9 mm) is 0.85. In Figure 1, the parameters of the four-layer 
device (BK7 glass prism- Ti-Au-air) are the Ti film thickness d 2 of 2 nm, the Au film thickness of 

45.5 nm, and the wavelength X of 632.8 nm. The permittivities of Bk-7 glass prism (ei = n\~), Ti film 

2 2 2 2 

(£2 = ri2 ), Au metal (e 2 = « 3 ), and air (e 4 = n 4 ) are ei = (1.51509) , e 2 = -3.84+12.5/, £3 = -12+1.26/ 
and £4 = (1.0003) 2 , respectively. 



Figure 5. The experimental configuration (AN: analyzer; PZT: piezoelectric transducer, 
LIA: lock-in amplifier; BS: beam splitters, PC: personal computer). 
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As shown in Figure 5, a heterodyne light source [9] travels through the beam splitter BS and enters 
the DR Initially, a heterodyne light source focuses on a mirror that is driven by a PZT with a closed- 
loop resolution of 0.3 nm (PI, model P-621.ZCD), the reflected light passes through an objective lens 
and is incident on a beam-splitter. After that its reflected light from the beam-splitter is refracted into 
the hypotenuse of a right-angle prism. Afterwards, the light is incident on a side of the right-angle 
prism (the surface of that side is uncoated with metal). Then the reflected light is incident on the other 
side that is coated with two layers of metal. Finally, the light is detected by a linear photo-detector (see 
Figure 6, A5V-38, UDT Sensors, Inc.) when it passes through the hypotenuse of the right-angle prism 

and an analyzer AN. Thus, the small displacements can be measured by measuring the total phase 
difference variation that is achieved by a lock-in amplifier (SR830; Stanford Research Systems, 
Sunnyvale, CA, USA) with an angular resolution of 0.01° . 
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In addition, I must design a band-pass filter in order to filter out the high and low frequency noises. 
Owing to the use of the beat frequency of 2-KHz in the experimental setup, this band-pass filter can be 
easily designed. For the sake of convenience, the band-pass filter was designed using a resister 
tunable filter (model: RT-3BP1/2, manufactured by NF Corporation) and some electronic components. 

The experimental and theoretical curves of the total phase difference variation A</> t versus the 
displacement Az are shown in Figure 7. In the experiment, the phase difference variation is obtained as 
the displacement varies from Az = -1,000 nm to Az = 1,000 nm in one sense. It is clear that the 
experimental results and the theoretical curve are in good agreement. The measurement range of the 
displacement Az is thus -1,000 nm < Az < +1,000 nm. 

Figure 6. Two marginal rays passing through an analyzer detected by a linear photo-detector. 
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Figure 7. The experimental and theoretical curves of the total phase difference variation 
versus the displacement Az. 
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4. Discussion 

At this moment, let me discuss the sensitivity of the small-displacement sensor of small 
displacement measurement by use of multiple internal reflections in heterodyne interferometry. The 
sensitivity S of the system is defined as: 

s= *m (19) 

dz 

where S<j> is the phase difference variation and dz is a small-displacement change made by PZT. As 
shown in Figure 8, we can obtain the curve of sensitivity 5* versus 6 . It is clear that the sensitivity can 
reach 1.8 (degree/nm). 

Figure 8. The sensitivity 5* versus displacement. 
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In this article, a heterodyne interferometer is used to measure a small displacement. Owing to its 
common-path configuration, it has the advantages of high resolution, high stability and real-time 
measurement. It also has some inherent nonlinear errors due to imperfect optical components, 
misalignment, or operating defects that will reduce the system performance. Generally speaking, the 
inherent nonlinear errors accompanying the phase differences during the phase range of 0 ~ In are 
periodic errors. They can be classified to two kinds, i.e., the first order error and the second harmonic 
error. 

(a). The First Order Error 

The first order error accompanying the phase range 0 ~ 2;r has the same cycle. The errors are 
frequency mixing error and polarization mixing error due to: 

(1) The light source is not complete linear polarization [10]; 

(2) Missing alignment of the optical setup [11]'; 
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(3) Using imperfect optical components, such as, the poor extinction ratio of a polarizer or 
polarization beam-splitter [12]. 

Suppose that the polarizer or polarization beam-splitter is imperfect, it can be found that a small 
amount of the TE state exists in the TM arm and vice versa. Thus, the electric fields of the TM and TE 
arms are given by, respectively [10,12-13]: 

E TM = (Ae ia *> 2 + ae Ml2 ]e ia "' (20) 
E TE = (Be iwt/2 + J3e iax/2 )e ia,0t , (21) 

where <x> and a> 0 are the angular frequencies of heterodyne light and optical light source, respectively; 
A = \A\e" t ' A and B = \B\e"^ B are the amplitudes of p- and s-polarizations, respectively; and a = \a\e'^ a and 
P = \p\e'^" are the polarization mixing amplitudes of s- and p-polarizations, respectively. 

If the transmission axis of analyzer with respect to x-axis is equal to 45° and all phase are the same, 
such as 0 a = 0A^p = 0b and^ = </> B , then the reference beam signal I r is given by [14]: 



I..=\E\ 2 = 1 - 



\a\ 2 + \B\f +\a\ 2 + \j3\f + 2{\A\a\ + \B\\j3\ + \A\\B\ + \B\\j3\)coscot 



(22) 



Similarly, the test beam signal I t is: 

\2 



h = \E, 
1 

~ 2 
+ 



\Af + |B| 2 + \a\ 2 + \fi\ 2 + 2(\A\a\ + \B\\/3\)cosaA + 2(\A\\/3\ + \B\\a\)cos0 
2\AjB\cos(eot + <fi) + 2\af/3\cos((at - <fi)] 
A\ 2 + \B\ 2 + \a\ 2 + \j3\ 2 + 2\A\p\ + \B\afjcos(/) 



(23) 



(24) 



(25) 



Thus, the first order error due to polarization mixing is ^ m - <P' ~ <P . For convenience, we 
set \A\ = |i?|and|«| = \B\ . Figure 9 shows the first order error as a function of the phase difference ^. It is 

evident that the maximum error is 0.36° if the extinction ratio is equal to 1 x 10~ 5 , i.e. = 0-0032 . 
(b). Second Harmonic Error 



+ 2-yj(\A\\a\ + \B\\B\ + (\A\\B\ + \a\\B\)cos<p) 2 + (\A\B\ + \a\\B\) 2 sin 2 <j>cos{(ot + fi), 
where ft and </> are the measured value and the theoretical value, respectively. And ft is given by: 

<j)' = tan 1 





\a\b 




a \\j3 \)sin0 


1\A\a\ + \B\p\j 


+ 


(\A\\B\ + 


a\\/3\)cos<f> 



Second harmonic error is due to the polarization rotation between s- and p-polarizations. And the 
second harmonic error A^ r is given by [15]: 

f _■_ j. \ 

A0 r = tan -1 



sin^ 



008 2^ cos^ 



(26) 
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where 6,- is the polarization rotation angle. As shown in Figure 10, the second harmonic error A6 r is a 
function of the phase difference <fi for different polarization rotation angles. It is clear that the second 
harmonic error A6 r is close to zero if the polarization rotation angle 6 r =0.1°. 

Besides, if the phase difference error only results from the resolution of the lock-in amplifier, the 
phase difference error Atp is given by: 

A^^Az= d ^ +A ^Az. (27) 
dz dz 

Because the resolution Atp of the lock-in amplifier is equal to 0.01°, then the small-displacement 
measurement error Az, of the system can be obtained by: 

Az r =Az = ^ . (28) 

d(A0 tl +A<f> t2 )/dz 



Figure 9. The first order error as a function of the phase difference (p. 
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As a matter of fact, the Az can be regarded as the solution of the system if the inherent nonlinear 
errors have been adjusted to zero by choosing high performance optical components and aligning the 
optical system carefully According to Equation (28), the theoretical displacement resolution of the 
small-displacement sensor can reach 0.45 nm in the displacement range of -500 nm < Az < +500 nm, 
as shown in Figure 1 1 . 

Figure 11. The theoretical displacement resolution of the small-displacement sensor. 
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5. Conclusions 

In the paper, a small displacement can be measured by simply measuring the variation in phase 
difference between s- and p-polarization states with the small-displacement sensor. Besides, the optical 
structure is designed as a common-path structure and the principle is based on the TIR theory and SPR 
technology in heterodyne interferomery. Thus, it is stable against the turbulences of the environment 
such as air turbulences or mechanical vibrations. The new instrument has some distinct advantages: 
e.g., high resolution, high sensitivity, rapid measurement. 
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